3. UNDER FLUOROSCOPY, INITIATE STENT DEPLOYMENT BY ADVANCING THE THUMB SLIDE WHILE ALLOWING THE OUTER SHEATH TO RETRACT PROXIMALLY.

4. UNDER FLUOROSCOPY, CONTINUOUSLY AND SLOWLY RETRACT AND ADVANCE THE THUMB SLIDE MULTIPLE TIMES. SHORTER THUMB SLIDE ADVANCEMENTS MAY PROVIDE GREATER CONTROL. REPEAT UNTIL THUMB SLIDE ADVANCEMENT NO LONGER DEPLOYS THE STENT.

5. ROTATE THE DEPLOYMENT LOCK TO THE UNLOCKED POSITION AND FULLY ADVANCE THE THUMB SLIDE TO COMPLETELY RELEASE THE STENT.

6. CONFIRM UNDER FLUOROSCOPY THAT THE ENTIRE STENT IS RELEASED.

7. FULLY RETRACT THE THUMB SLIDE TO THE STARTING POSITION, THEN ROTATE THE SYSTEM LOCK AND DEPLOYMENT LOCK INTO THE LOCKED POSITION.

8. REMOVE THE DEVICE UNDER FLUOROSCOPY.

9. POST-DILATE AS NEEDED.

See Instructions for Use for additional information.

Supera™ Stent Preparation and Sizing Chart

<table>
<thead>
<tr>
<th>LABELED STENT DIAMETER (OUTER DIAMETER)</th>
<th>REFERENCE VESSEL</th>
<th>RECOMMENDED MINIMUM INFLATED BALLOON DIAMETER</th>
</tr>
</thead>
<tbody>
<tr>
<td>4.5 mm</td>
<td>4.0 mm – 4.5 mm</td>
<td>≥ 4.5 mm</td>
</tr>
<tr>
<td>5.0 mm†</td>
<td>4.5 mm – 5.0 mm</td>
<td>≥ 5.0 mm</td>
</tr>
<tr>
<td>5.5 mm</td>
<td>5.0 mm – 5.5 mm</td>
<td>≥ 5.5 mm</td>
</tr>
<tr>
<td>6.0 mm†</td>
<td>5.5 mm – 6.0 mm</td>
<td>≥ 6.0 mm</td>
</tr>
<tr>
<td>6.5 mm</td>
<td>6.0 mm – 6.5 mm</td>
<td>≥ 6.5 mm</td>
</tr>
<tr>
<td>7.0 mm†</td>
<td>6.5 mm – 7.0 mm</td>
<td>≥ 7.0 mm</td>
</tr>
<tr>
<td>7.5 mm</td>
<td>7.0 mm – 7.5 mm</td>
<td>≥ 7.5 mm</td>
</tr>
</tbody>
</table>

† 5.0 mm, 6.0 mm, and 7.0 mm diameters available in select countries only. Check with your local Abbott representative for local availability.

Supera™ is like no other stent

Deployment Steps and Technique

1. Flush the delivery system with saline, wipe the outer sheath to activate the hydrophilic coating, and load the distal end of the tip onto a 0.014” or 0.018” guide wire.

2. Advance the catheter until the Distal Sheath Marker and Stent Length Marker encompass the target lesion.

3. Rotate only the System Lock to the unlocked position.

4. Increase and maintain magnification for entire procedure to better visualize stent deployment.

5. Under fluoroscopy, initiate stent deployment by advancing the Thumb Slide while allowing the outer sheath to retract proximally.

6. Under fluoroscopy, continuously and slowly retract and advance the Thumb Slide multiple times. Shorter Thumb Slide advancements may provide greater control. Repeat until Thumb Slide advancement no longer deploys the stent.

7. Rotate the Deployment Lock to the unlocked position and fully advance the Thumb Slide to completely release the stent.

8. Confirm under fluoroscopy that the entire stent is released.

9. Fully retract the Thumb Slide to the starting position, then rotate the System Lock and Deployment Lock into the locked position.

10. Remove the device under fluoroscopy.

11. Post-dilate as needed.