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Introduction to AVEIR AR Leadless Pacemaker

• The AVEIR AR Leadless Pacemaker (Abbott) is a new single-
chamber leadless pacemaker (LP) designed specifically for the 
right atrium

• The initial commercial implant experience with this atrial LP 
alone continues to be described and evaluated
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Takeaways from the AVEIR DR IDE

• 63.3% of patients had sick sinus syndrome (SSS)
• 98.3% implant success
• 1.7% dislodgements
• 0.7% pericardial effusion (compared to 1.5% AVEIR VR LP)

Knops RE, Reddy VY, Ip JE, et al. A Dual-Chamber Leadless 
Pacemaker. New England Journal of Medicine. 2023 May 20.

Presenter Notes
Presentation Notes
98% implant success for AVEIR VR IDE. Very similar success rates between studies.
Leadless pacemakers implanted in the middle or distal right atrial appendage were associated with a numerically higher percentage of patients with postprocedural dislodgement than those implanted in other locations (3 of 68 [4%] and 2 of 232 [1%], respectively), a finding that reinforces previous guidance to preferentially target the ostium of the appendage to optimize implant-to-implant communication.
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Introduction to AVEIR AR Leadless Pacemaker

• A single chamber only atrial pacemaker?

• Before the AVEIR AR LP I had never implanted one

• Have you ever implanted one?
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DAWN OF A NEW PARADIGM – 
LEADLESS AAI(R) PACING
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Dr. Sunao Tawara
• A Japanese-trained dermatologist, 

Dr. Tawara came to Germany as 
doctoral student under the 
mentorship of Dr. Ludwig Aschoff

• His 1906 monograph Das 
Reizleitungssystem des 
Säugetierherzens (The Conduction 
System of the Mammalian Heart) 
first described the conduction 
system of the heart
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Dr. Sunao Tawara
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Dr. Sunao Tawara
• Tawara described the specialized cardiomyocytes that span 

the heart from atrium to AV node, bundle of His and His-
Purkinje system, allowing for rapid impulse conduction

• We know from almost 70 years of experience with clinical 
permanent pacemakers and from the AVEIR DR IDE that most 
patients have sick sinus syndrome and preserved His-Purkinje 
conduction

• Why wouldn’t you implant an atrial only device?
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Back to the Future

• In 1994 in The Lancet, Andersen et al. performed a 
prospective RCT in 225 consecutive patients (63% women; 
mean age 76 years) with SSS randomized to atrial (n = 110) or 
ventricular (n = 115) pacing and followed for mean 3.3 years

• Atrial pacing was associated with lower frequencies of atrial 
fibrillation, thromboembolic complications, and low risk of 
atrioventricular block (AVB)

Presenter Notes
Presentation Notes
During follow-up, the frequency of atrial fibrillation was higher in the ventricular group, except at the first follow-up at 3 months. Thromboembolic events (stroke or peripheral arterial embolus) occurred in 20 patients in the ventricular group and in 6 patients in the atrial group (p = 0.0083). 25 patients died in the ventricular group compared with 21 in the atrial group (p = 0.74). Heart failure estimated by the New York Heart Association classification and by the daily doses of diuretics did not differ between the two groups. Atrioventricular block occurred in 2 patients in the atrial group. Patients with sick-sinus syndrome should be treated with atrial pacing rather than ventricular pacing because atrial pacing is associated with lower frequencies of atrial fibrillation, thromboembolic complications, and a low risk of atrioventricular block.
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Back to the Future

• AVB occurred in 2 patients in the atrial group

• In a 1997 follow-up, AVB occurred in 4 patients in the atrial 
group (0.6% annual risk)

Presenter Notes
Presentation Notes
During follow-up, the frequency of atrial fibrillation was higher in the ventricular group, except at the first follow-up at 3 months. Thromboembolic events (stroke or peripheral arterial embolus) occurred in 20 patients in the ventricular group and in 6 patients in the atrial group (p = 0.0083). 25 patients died in the ventricular group compared with 21 in the atrial group (p = 0.74). Heart failure estimated by the New York Heart Association classification and by the daily doses of diuretics did not differ between the two groups. Atrioventricular block occurred in 2 patients in the atrial group. Patients with sick-sinus syndrome should be treated with atrial pacing rather than ventricular pacing because atrial pacing is associated with lower frequencies of atrial fibrillation, thromboembolic complications, and a low risk of atrioventricular block.
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DANPACE
• In 2010 in European Heart Journal, the DANPACE 

investigators performed a prospective RCT in 1,415 patients 
(65% women; mean age 73 years) with SSS and no clinical 
AVB randomized to AAI(R) (n = 707) or DDDR (n = 709) pacing 
and followed up for mean 5.4 years

• Patients randomized to AAI(R) who demonstrated AVB when 
atrial paced at 100 bpm crossed over to DDDR arm

Presenter Notes
Presentation Notes
A total of 1,415 patients were randomized, 707 to AAIR pacing and 708 to DDDR pacing. Baseline characteristics were fairly similar between the two arms. About 43% had a history of AF, with a mean left atrial diameter of 3.9 cm. An ejection fraction <50% was noted in 10% of the patients. The majority of patients were undergoing permanent pacemaker (PPM) implantation for dizzy spells (83%) or syncope (50%). The mean percentage of atrial pacing was 58% in the AAIR group and 59% in the DDDR group, whereas the mean percentage of ventricular pacing was 65% in the DDDR group. In the AAIR group, 585 patients (83%) never had a ventricular lead. In the remaining 122 patients, a ventricular lead was implanted at the first operation or at some point during follow-up.��After a mean follow-up of 5.4 years, there was no difference in all-cause mortality between the AAIR pacing and DDDR pacing arms (29.6% vs. 27.3%, hazard ratio 1.06, 95% confidence interval 0.88-1.29, p = 0.53). Paroxysmal AF was observed more frequently in the AAIR group than in the DDDR group (28.4% vs. 23.0%, p = 0.024), as were pacemaker reoperations (22.1% vs. 11.9%, p < 0.001). The incidence of CHF and stroke was similar (p > 0.05). The increase in the incidence of paroxysmal AF with AAIR pacing was noted in the per-protocol analysis as well.
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DANPACE

• In the AAI(R) group, 585 patients (83%) never had a 
ventricular lead

• In the remaining 122 patients (17%), a ventricular lead was 
implanted either at the original operation if they failed the 
atrial pacing test or at some point during follow-up

Presenter Notes
Presentation Notes
A total of 1,415 patients were randomized, 707 to AAIR pacing and 708 to DDDR pacing. Baseline characteristics were fairly similar between the two arms. About 43% had a history of AF, with a mean left atrial diameter of 3.9 cm. An ejection fraction <50% was noted in 10% of the patients. The majority of patients were undergoing permanent pacemaker (PPM) implantation for dizzy spells (83%) or syncope (50%). The mean percentage of atrial pacing was 58% in the AAIR group and 59% in the DDDR group, whereas the mean percentage of ventricular pacing was 65% in the DDDR group. In the AAIR group, 585 patients (83%) never had a ventricular lead. In the remaining 122 patients, a ventricular lead was implanted at the first operation or at some point during follow-up.��After a mean follow-up of 5.4 years, there was no difference in all-cause mortality between the AAIR pacing and DDDR pacing arms (29.6% vs. 27.3%, hazard ratio 1.06, 95% confidence interval 0.88-1.29, p = 0.53). Paroxysmal AF was observed more frequently in the AAIR group than in the DDDR group (28.4% vs. 23.0%, p = 0.024), as were pacemaker reoperations (22.1% vs. 11.9%, p < 0.001). The incidence of CHF and stroke was similar (p > 0.05). The increase in the incidence of paroxysmal AF with AAIR pacing was noted in the per-protocol analysis as well.
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DANPACE
• There was no difference in all-cause mortality between the 

AAI(R) pacing and DDDR pacing arms (29.6% vs. 27.3%, 95% 
CI 0.88–1.29, p = 0.53)

• Paroxysmal AF was observed more frequently in the AAI(R) 
group (28.4% vs. 23.0%, p = 0.024), as were pacemaker 
reoperations (22.1% vs. 11.9%, p < 0.001)

• Findings supported the use of dual-chamber pacemakers

Presenter Notes
Presentation Notes
A total of 1,415 patients were randomized, 707 to AAIR pacing and 708 to DDDR pacing. Baseline characteristics were fairly similar between the two arms. About 43% had a history of AF, with a mean left atrial diameter of 3.9 cm. An ejection fraction <50% was noted in 10% of the patients. The majority of patients were undergoing permanent pacemaker (PPM) implantation for dizzy spells (83%) or syncope (50%). The mean percentage of atrial pacing was 58% in the AAIR group and 59% in the DDDR group, whereas the mean percentage of ventricular pacing was 65% in the DDDR group. In the AAIR group, 585 patients (83%) never had a ventricular lead. In the remaining 122 patients, a ventricular lead was implanted at the first operation or at some point during follow-up.��After a mean follow-up of 5.4 years, there was no difference in all-cause mortality between the AAIR pacing and DDDR pacing arms (29.6% vs. 27.3%, hazard ratio 1.06, 95% confidence interval 0.88-1.29, p = 0.53). Paroxysmal AF was observed more frequently in the AAIR group than in the DDDR group (28.4% vs. 23.0%, p = 0.024), as were pacemaker reoperations (22.1% vs. 11.9%, p < 0.001). The incidence of CHF and stroke was similar (p > 0.05). The increase in the incidence of paroxysmal AF with AAIR pacing was noted in the per-protocol analysis as well.
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DANPACE FOLLOW-UP

• In 2013 in EuroPace, a follow-up cohort study within 
DANPACE further characterized indications and risk for 
DDDR upgrade in the AAI(R) group, as well as complications 
after upgrade

• A total of 66 patients out of 660 underwent DDDR upgrade 
after a mean of 1.8 years (1.7% annual risk)

Presenter Notes
Presentation Notes
A total of 1,415 patients were randomized, 707 to AAIR pacing and 708 to DDDR pacing. Baseline characteristics were fairly similar between the two arms. About 43% had a history of AF, with a mean left atrial diameter of 3.9 cm. An ejection fraction <50% was noted in 10% of the patients. The majority of patients were undergoing permanent pacemaker (PPM) implantation for dizzy spells (83%) or syncope (50%). The mean percentage of atrial pacing was 58% in the AAIR group and 59% in the DDDR group, whereas the mean percentage of ventricular pacing was 65% in the DDDR group. In the AAIR group, 585 patients (83%) never had a ventricular lead. In the remaining 122 patients, a ventricular lead was implanted at the first operation or at some point during follow-up.��After a mean follow-up of 5.4 years, there was no difference in all-cause mortality between the AAIR pacing and DDDR pacing arms (29.6% vs. 27.3%, hazard ratio 1.06, 95% confidence interval 0.88-1.29, p = 0.53). Paroxysmal AF was observed more frequently in the AAIR group than in the DDDR group (28.4% vs. 23.0%, p = 0.024), as were pacemaker reoperations (22.1% vs. 11.9%, p < 0.001). The incidence of CHF and stroke was similar (p > 0.05). The increase in the incidence of paroxysmal AF with AAIR pacing was noted in the per-protocol analysis as well.
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DANPACE FOLLOW-UP

Europace (2013) 15, 1166–1173 doi:10.1093/europace/eut039

Presenter Notes
Presentation Notes
A total of 1,415 patients were randomized, 707 to AAIR pacing and 708 to DDDR pacing. Baseline characteristics were fairly similar between the two arms. About 43% had a history of AF, with a mean left atrial diameter of 3.9 cm. An ejection fraction <50% was noted in 10% of the patients. The majority of patients were undergoing permanent pacemaker (PPM) implantation for dizzy spells (83%) or syncope (50%). The mean percentage of atrial pacing was 58% in the AAIR group and 59% in the DDDR group, whereas the mean percentage of ventricular pacing was 65% in the DDDR group. In the AAIR group, 585 patients (83%) never had a ventricular lead. In the remaining 122 patients, a ventricular lead was implanted at the first operation or at some point during follow-up.��After a mean follow-up of 5.4 years, there was no difference in all-cause mortality between the AAIR pacing and DDDR pacing arms (29.6% vs. 27.3%, hazard ratio 1.06, 95% confidence interval 0.88-1.29, p = 0.53). Paroxysmal AF was observed more frequently in the AAIR group than in the DDDR group (28.4% vs. 23.0%, p = 0.024), as were pacemaker reoperations (22.1% vs. 11.9%, p < 0.001). The incidence of CHF and stroke was similar (p > 0.05). The increase in the incidence of paroxysmal AF with AAIR pacing was noted in the per-protocol analysis as well.
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DANPACE FOLLOW-UP

Europace (2013) 15, 1166–1173 doi:10.1093/europace/eut039

Presenter Notes
Presentation Notes
A total of 1,415 patients were randomized, 707 to AAIR pacing and 708 to DDDR pacing. Baseline characteristics were fairly similar between the two arms. About 43% had a history of AF, with a mean left atrial diameter of 3.9 cm. An ejection fraction <50% was noted in 10% of the patients. The majority of patients were undergoing permanent pacemaker (PPM) implantation for dizzy spells (83%) or syncope (50%). The mean percentage of atrial pacing was 58% in the AAIR group and 59% in the DDDR group, whereas the mean percentage of ventricular pacing was 65% in the DDDR group. In the AAIR group, 585 patients (83%) never had a ventricular lead. In the remaining 122 patients, a ventricular lead was implanted at the first operation or at some point during follow-up.��After a mean follow-up of 5.4 years, there was no difference in all-cause mortality between the AAIR pacing and DDDR pacing arms (29.6% vs. 27.3%, hazard ratio 1.06, 95% confidence interval 0.88-1.29, p = 0.53). Paroxysmal AF was observed more frequently in the AAIR group than in the DDDR group (28.4% vs. 23.0%, p = 0.024), as were pacemaker reoperations (22.1% vs. 11.9%, p < 0.001). The incidence of CHF and stroke was similar (p > 0.05). The increase in the incidence of paroxysmal AF with AAIR pacing was noted in the per-protocol analysis as well.
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DANPACE FOLLOW-UP
• 11 patients (16.7%) experienced major complication after 

DDDR upgrade

• 3 patients additionally experienced minor hematoma

• No fatalities due to complications

• The risk of complications was markedly higher after DDDR 
upgrade than after first implantation

Presenter Notes
Presentation Notes
A total of 1,415 patients were randomized, 707 to AAIR pacing and 708 to DDDR pacing. Baseline characteristics were fairly similar between the two arms. About 43% had a history of AF, with a mean left atrial diameter of 3.9 cm. An ejection fraction <50% was noted in 10% of the patients. The majority of patients were undergoing permanent pacemaker (PPM) implantation for dizzy spells (83%) or syncope (50%). The mean percentage of atrial pacing was 58% in the AAIR group and 59% in the DDDR group, whereas the mean percentage of ventricular pacing was 65% in the DDDR group. In the AAIR group, 585 patients (83%) never had a ventricular lead. In the remaining 122 patients, a ventricular lead was implanted at the first operation or at some point during follow-up.��After a mean follow-up of 5.4 years, there was no difference in all-cause mortality between the AAIR pacing and DDDR pacing arms (29.6% vs. 27.3%, hazard ratio 1.06, 95% confidence interval 0.88-1.29, p = 0.53). Paroxysmal AF was observed more frequently in the AAIR group than in the DDDR group (28.4% vs. 23.0%, p = 0.024), as were pacemaker reoperations (22.1% vs. 11.9%, p < 0.001). The incidence of CHF and stroke was similar (p > 0.05). The increase in the incidence of paroxysmal AF with AAIR pacing was noted in the per-protocol analysis as well.
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DANPACE FOLLOW-UP
• There did not appear to be any significant risk for the development of 

cardiomyopathy with atrial-only pacing

• Only 1 patient out of 660 AAI(R) pacemakers met indications for CRT!

• The follow-up DANPACE II study in 2023 did not explicitly evaluate for 
this, but there was no difference in all-cause mortality with minimization 
of atrial pacing

• The drivers for risk in DANPACE were atrial fibrillation, reoperation to 
upgrade to DDDR, and the complications of reoperation

Presenter Notes
Presentation Notes
A total of 1,415 patients were randomized, 707 to AAIR pacing and 708 to DDDR pacing. Baseline characteristics were fairly similar between the two arms. About 43% had a history of AF, with a mean left atrial diameter of 3.9 cm. An ejection fraction <50% was noted in 10% of the patients. The majority of patients were undergoing permanent pacemaker (PPM) implantation for dizzy spells (83%) or syncope (50%). The mean percentage of atrial pacing was 58% in the AAIR group and 59% in the DDDR group, whereas the mean percentage of ventricular pacing was 65% in the DDDR group. In the AAIR group, 585 patients (83%) never had a ventricular lead. In the remaining 122 patients, a ventricular lead was implanted at the first operation or at some point during follow-up.��After a mean follow-up of 5.4 years, there was no difference in all-cause mortality between the AAIR pacing and DDDR pacing arms (29.6% vs. 27.3%, hazard ratio 1.06, 95% confidence interval 0.88-1.29, p = 0.53). Paroxysmal AF was observed more frequently in the AAIR group than in the DDDR group (28.4% vs. 23.0%, p = 0.024), as were pacemaker reoperations (22.1% vs. 11.9%, p < 0.001). The incidence of CHF and stroke was similar (p > 0.05). The increase in the incidence of paroxysmal AF with AAIR pacing was noted in the per-protocol analysis as well.
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DANPACE FOLLOW-UP

Europace (2013) 15, 1166–1173 doi:10.1093/europace/eut039
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Acute and Chronic Complications LP vs. TVP

Heart Rhythm (2018) 15(7), 1023–1030 doi:10.1016/j.hrthm.2018.04.022
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Methods
• Patients implanted with a de novo AVEIR AR LP device for Sinus Node 

Dysfunction in the USA after commercial release were consecutively 
included

• Procedural characteristics were evaluated

• Electrical parameters were measured during pre-fixation mapping, post-
fixation tether mode, after LP release, and prior to patient discharge

• Any acute procedure- or device-related complications within 30 days 
were collected
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Implant Procedure

• My practice is to use a modified DANPACE criteria

• Check the baseline HV interval 

• Pace the high right atrium at 600 msec and 500 msec 
cycle length

• Baseline HV <70 msec w/o inducible 2° AVB → AVEIR AR LP only
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Results
• 75 patients were implanted with AVEIR AR LP per standard practice 

at 3 high-volume centers

• Age 72 ± 13 years; Sex 52% male

• Height 165.0 ± 13.3 cm; Weight 80.6 ± 26.6

• 92% of implants (69 patients) were de novo implants

• 8% of implants replaced an existing dual- or single-chamber 
transvenous device post extraction
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Results
• ALPs placement predominantly in the base of the right atrial 

appendage (83%)

• 5 ALPs were placed at Bachman’s Bundle(!)

• Implants could be performed under additional ICE guidance 
per SOC for individual physician

• 100% of implants were successful
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Procedural Duration

Presenter Notes
Presentation Notes
Total procedure duration (first incision to last suture): 36±32 min
ALP implant duration (delivery catheter insertion to removal): 22±15 min
Total fluoroscopy duration: 7±8 min
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Procedural Duration – De Novo vs. Post Extract

• The total procedure duration for the 69 de novo implants, 
which did not include removing existing transvenous 
hardware, was slightly shorter at 32.3 ± 21.9 min 

Presenter Notes
Presentation Notes
For comparison, despite decades of transvenous implant experience, a study of over 17,000 single-chamber ventricular transvenous implants reported a mean procedure duration of 43.3 minutes and a mean cumulative fluoroscopy duration of 4.2 minutes.15 The brevity of leadless vs. transvenous single-chamber implant procedures may be due to the elimination of pocket formation, venous access, lead positioning, and lead connections to the pulse generator, as well as a much smaller incision site to address.
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Positioning and Repositioning

• 71 patients (94.7%) required no repositioning 

• 3 LPs (4.0%) were repositioned due to inadequate electrical 
metrics; 1 LP (1.3%) was replaced and repositioned because 
the delivered LP could not be easily released from the 
delivery catheter
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Positioning and Repositioning

• Of the 4 repositioned LPs, 3 LPs were repositioned once, and 
1 LP (1.3%) was repositioned twice

• LPs were ultimately placed predominantly near the base of 
the RA appendage (82.7%)

Presenter Notes
Presentation Notes
The relatively low rates of LP repositioning performed may be attributed to (i) pre-fixation electrical mapping to avoid committing to sites with potentially inadequate electrical measurements and (ii) catheter deflection tests when still tethered to the delivery catheter to avoid sites with inadequate mechanical stability. In comparable commercial evaluations of ventricular LPs, 4.3% of Aveir VR implants were observed to require at least one repositioning, and 22.7% of tine-fixation Micra VR implants were observed to require more than one repositioning attempt.
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Complications and Adverse Events

• No complications were observed in the first 30 days post-
implant, including any device-related performance changes 
requiring reintervention(!)

Presenter Notes
Presentation Notes
Although alternative atrial-only LPs are not currently available for comparison, this 100% acute complication-free rate is slightly greater than reports of single-chamber ventricular LPs. A 30-day complication-free rate of 98.2% was reported for a commercial evaluation of 167 Aveir VR implants, 97.5% from a post-approval registry of 1809 Micra VR implants, and 97.1% from a post-approval registry of 801 Micra AV implants.
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Complications

JACC: EP (2017) 3(11), 1296–1305 doi:10.1016/j.jacep.2017.05.007

Presenter Notes
Presentation Notes
Among 72,701 TVP implantations (mean age 75 ± 12 years, 55% men, 13% single chamber) with 1.5 ± 1.1 years of follow-up, acute complications (0 to 1 month) occurred in 7.7% of single- and 9.1% of dual-chamber TVPs and long-term complications (1 to 36 months) in 6.4% and 5.9% of single- and dual-chamber TVPs, respectively. The net 3-year event rates were approximately 15% and 16%. The incidence and incremental cost of complications are considerable. Most common acute complications include thoracic trauma (3.71%, $70,114), leads requiring revision (3.51%, $9,296), and infection (1.15%, $80,247). Long-term complications are attributed to leads (2.84%), infection (2.42%), and pocket (0.96%).
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The Ultimate Patient and Doctor Experience

• We’ve come a long way since DANPACE in 2011
• Atrial-only pacing offers many advantages, most importantly 

physiologic activation of the conduction system as described 
by Dr. Tawara over 100 years ago

• Atrial-only pacing fell out of favor because of the risk of 
development of atrial fibrillation, AVB (0.6 – 1.7% annual 
risk), and the risk of reoperation for DDD upgrade
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The Ultimate Patient and Doctor Experience

• Atrial-only pacing has never been associated with the 
development of cardiomyopathy!

• Our tools for atrial fibrillation management are much more 
sophisticated than they were in 2011

• Patients with SSS and no evidence of AVB have a very low 
annual risk for development of AVB, and leadless pacemakers 
eliminate the complications of DDDR upgrade
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Real-World Experience

• The initial real-world experience of the helix-fixation, single 
chamber, atrial leadless pacemaker demonstrates:

1. Safe and efficient 100% implantation success
2. Clinically viable electrical metrics that continue to mature 

and improve until discharge
3. No acute complications
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AVEIR LPs are Setting the Pace

• What pacemaker would you want for your patients?
• What pacemaker would you want for your mom?



Rx Only 

Brief Summary: Prior to using these devices, please review the Instructions for Use for a complete listing of indications, contraindications, warnings, precautions, potential adverse events and directions for use. 

Indications for Use: The AVEIR  Leadless Pacemaker system is indicated for management of one or more of the following chronic clinical presentations: syncope, pre-syncope, fatigue, disorientation, and one or more of the indications which follow. Rate-
modulated pacing is indicated for patients with chronotropic incompetence, and for those who would benefit from increased stimulation rates concurrent with physical activity. Dual-chamber pacing is indicated for patients exhibiting: sick sinus syndrome; 
chronic, symptomatic second- and third-degree AV block; recurrent Adams-Stokes syndrome; symptomatic bilateral bundle-branch block when tachyarrhythmia and other causes have been ruled out. Atrial pacing is indicated for patients with: sinus node 
dysfunction and normal AV and intraventricular conduction systems. Ventricular pacing is indicated for patients with significant bradycardia and: normal sinus rhythm with only rare episodes of AV block or sinus arrest, chronic atrial fibrillation. MR Conditional: 
The AVEIR Leadless Pacemaker is conditionally safe for use in the MRI environment and according to the instructions in the MRI-Ready Leadless System Manual. 

Intended Use: The AVEIR  Leadless Pacemaker (LP) is designed to provide bradycardia pacing as a pulse generator with built-in battery and electrodes for implantation in the right ventricle and the right atrium. The LP is intended to provide sensing of intrinsic 
cardiac signals and delivery of cardiac pacing therapy within the implanted chamber for the target treatment group. The LP is also intended to operate optionally with another co-implanted LP to provide dual-chamber pacing therapy. 

The AVEIR  Delivery Catheter is intended to be used in the peripheral vasculature and the cardiovascular system to deliver and manipulate an LP. Delivery and manipulation includes implanting an LP within the target chamber of the heart. 

Contraindications: Use of the AVEIR  Leadless Pacemaker is contraindicated in these cases: 

Use of any pacemaker is contraindicated in patients with a co-implanted ICD because high-voltage shocks could damage the pacemaker and the pacemaker could reduce shock effectiveness. 

Single-chamber ventricular demand pacing is relatively contraindicated in patients who have demonstrated pacemaker syndrome, have retrograde VA conduction, or suffer a drop in arterial blood pressure with the onset of ventricular pacing. 

Programming of rate-responsive pacing is contraindicated in patients with intolerance of high sensor driven rates. 

Use is contraindicated in patients with an implanted vena cava filter or mechanical tricuspid valve because of interference between these devices and the delivery system during implantation. 

Persons with known history of allergies to any of the components of this device may suffer an allergic reaction to this device. Prior to use on the patient, the patient should be counseled on the materials (listed in the Product Materials section of the IFU) 
contained in the device and a thorough history of allergies must be discussed. 

Adverse Events: Potential complications associated with the use of the AVEIR  Leadless Pacemaker system are the same as with the use of single or dual chamber pacemakers with active fixation pacing leads including, but not limited to: cardiac perforation; 
cardiac tamponade; pericardial effusion; pericarditis; endocarditis; valve damage or regurgitation; heart failure; pneumothorax/hemothorax; cardiac arrhythmias; diaphragmatic/phrenic nerve stimulation / extra-cardiac stimulation; palpitations; hypotension; 
syncope; cerebrovascular accident; infection; hypersensitivity reaction to device materials, contrast media, medications, or direct toxic effect of contrast media on kidney function; pacemaker syndrome; inability to interrogate or program the LP due to 
programmer or LP malfunction; intermittent or complete loss of capture, pacing or sensing (non-battery related); oversensing; increased capture threshold; inappropriate sensor response; corrupted, intermittent, or loss of i2i communications; interruption of 
desired LP function due to electrical interference, either electromyogenic or electromagnetic; battery malfunction/ premature battery depletion; device-related complications (premature deployment, device dislodgement/embolization of foreign material, 
inability to release/re-dock of the LP from catheter, helix distortion); additional surgery or intervention; death. As with any percutaneous catheterization procedure, potential complications include, but are not limited to: vascular access complications, such as 
perforation, dissection, puncture, groin pain; bleeding or hematoma; thrombus formation; thromboembolism; air embolism; local and systemic infection; peripheral nerve damage; general surgery risks and complications from comorbidities; such as dyspnea, 
respiratory failure, pneumonia, hypertension, cardiac failure, reaction to sedation, renal failure, anemia, and death. 

 Indicates a trademark of the Abbott group of companies.  
‡ Indicates a third-party trademark, which is property of its respective owner. 
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