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AVEIR™ Pati ent Transmitt er
The AVEIR™ Pati ent Transmitt er (transmitt er) is a portable 
medical device designed to read data from your implanted 
cardiac device(s) and send it remotely to your doctor to review.

Transmitt er

1.  4.3” Color Touch Screen

2.  Electrodes (hand contact)

3.  Batt ery Compartment

4.  Power Butt on

5.  Electrodes (hand contact)

6.  Electrodes (thigh contact)

7.  Port Cover

8.  Ports
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Set up the Transmitter
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1 Remove the transmitt er and other contents from the box. 

2 Remove the plasti c wrap cover from the received items.

3 Loosen the screw on the batt ery 
compartment with a small 
Phillips‡ screwdriver and open the 
lid.

4 Insert a non-rechargeable, 9-Volt 
lithium batt ery in the transmitt er.

NOTE: 
• Align plus and minus signs.

• (If replacing the batt ery is 
necessary) pull the plasti c 
strip to remove the batt ery.  

• Do not remove the plasti c 
strip from the batt ery 
compartment.
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5 Press the blue power butt on to turn 
on the transmitt er.

NOTE: Loading may take a few 
minutes to complete.

6 Choose your preferred language.

7 Tap START to begin setup.

8 Wait for setup to complete.
NOTE: Set up can take up to two minutes to complete.

9 Follow directi ons on the transmitt er screen.
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Turn to the next page.
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Essential Preparation
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1 While your APT loads, 
dampen a cloth with water. 
The dampened cloth will be 
used to prepare your skin for 
data transmission.

2 Dab the damp cloth on the 
palms, fi ngers, and left  thigh 
(highlighted area in the 
image).

3

STOP
You must complete the steps 
above before proceeding.
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Use the Hand-Held Option
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Complete the following steps to use the hand-held opti on on your 
transmitt er.

NOTE: This process can take about 2 to 8 minutes.  
1 Complete steps in the  

"Essenti al Preparati on" 
secti on before proceeding.

2 Tap HAND-HELD on the 
SELECT USE screen. 

NOTE: If you were also 
provided wires and straps, 
refer to the AVEIR™ 
Pati ent Transmitt er Wired 
Electrodes Quick Reference 
Guide.

3 Tap the green butt on on the GET READY! screen. Follow the 
animati on or you can follow the same steps below.

STOP
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4 Gently grip the transmitt er 
making sure you are in contact 
with the metal electrodes 
on the front and back of the 
transmitt er. 
While gripping the transmitt er, 
place the bott om of the 
transmitt er on the skin of your 
thigh.

5 Follow the directi ons on transmitt er screen.
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Turn to the next page.
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Replace a Depleted Batt ery
1 Loosen the screw on the batt ery 

compartment with a small 
Phillips‡ screwdriver and open the 
lid.

NOTE: If the screw is missing, 
you can conti nue with the batt ery 
replacement process.

2 Replace with a non-rechargeable, 
9-Volt lithium batt ery in the 
transmitt er.

NOTE: 
• Align plus and minus signs.

• Pull the plasti c strip to remove 
the batt ery. 

• Do not remove the plasti c 
strip from the batt ery 
compartment.
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Troubleshooting
•	 Do not contact the metal electrodes with areas of your 

skin that have artificial tanning products, or lotion applied 
when using the transmitter.

•	 Avoid contacting the metal electrodes with areas of your 
skin that have scars or open wounds.

•	 Skin conditions such as presence of body hair or 
excessively dry skin where the transmitter contacts your 
body may affect data capture. Wipe your hands and thigh 
with a damp cloth if the transmitter is having difficulty 
detecting skin contact.

Technical Support
If you have trouble using the transmitter or have any questions 
regarding its use, contact Technical Support Monday through 
Friday (8AM to 8PM Eastern Standard Time). 

•	 Call 1 877 696 3754  (toll-free within North America) 
or 
•	 e-mail myMerlin@abbott.com

 
For additional information on your transmitter, please refer to 
the Instructions for Use (IFU)  or call your local Abbott Medical 
representative.
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